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New bearing materials for total joint replacement have been explored as the need to improve longevity
and enhance performance is driven by the changing demands of the patient demographic. Carbon-re-
inforced PEEK has demonstrated good wear characteristics in experimental wear simulation in both
simple geometry pin-on-plate studies and in total hip joint replacement. Carbon reinforced PEEK CFR-
PEEK has the potential to reduce tibial insert thickness and preserve bone in the knee.
This study investigated the wear performance of PEEK and CFR-PEEK in a low conformity total knee
replacement conﬁguration. Custom-made ﬂat inserts were tested against cobalt-chromium femoral
bearings in a knee wear simulation for a period of three million cycles. Wear was assessed gravime-
trically at intervals throughout the study.
The wear rates of both PEEK and CFR-PEEK were very high and almost two orders of magnitude
higher than the wear rate of UHMWPE under comparable conditions. Evidence of mechanical failure of
the materials, including surface cracking and delamination was observed in both materials.
This study highlights that these materials may not be suitable alternatives for UHMWPE in low-
conformity designs.
& 2017 The Authors. Published by Elsevier B.V. This is an open access article under the CC BY license
(http://creativecommons.org/licenses/by/4.0/).1. Introduction
Total joint replacement has long been considered the inter-
vention of choice for patients with late-stage arthritis of the knee.
Millions of patients globally have beneﬁted from reduction in pain
and increased joint mobility through total knee replacement
(TKR), and clinical survivorship is now above 90% at ten-year fol-
low-up [1,2]. Despite good clinical outcomes, changing patient
demographics and expectations continue to drive the need for
improved performance and longevity [3,4].
Wear of the polyethylene bearing, in both ﬁxed and mobile
bearing knee replacements, continues to be a signiﬁcant factor in
the long-term performance of TKR [5]. Historically, failure was
often associated with high contact stress, poor oxidative stability
and inadequate mechanical properties of the polyethylene bearing
leading to fatigue failure and material delamination [6,7]. The
perceived need to reduce contact stress within total knee re-
placement design led to the introduction of highly conforming,
low contact stress designs. Whilst these implant geometries in-
deed reduced contact stress at the articulating surface, the in-
creased conformity tended to lead to over-constraint in the joint,r B.V. This is an open access article
kett).and risk of secondary stresses occurring within the inserts re-
sulting in mechanical failure [8]. Furthermore, more recent ex-
perimental studies and wear theory highlight that lower con-
formity bearings yield lower wear rates due to the reduced contact
area and sliding distance in ﬁxed bearing knee replacements
[9,10].
Developments over the last decade have introduced changes in
manufacturing and sterilisation methods, as well as advancements
in material technology enhancing the mechanical properties, oxi-
dative stability or wear performance of polyethylene. However,
there appears to be an apparent trade-off between each of these
factors, with increasing cross-linkage (proposed to enhance wear
performance) associated with a decrease in fatigue resistance
[11,12]. There has been some exploration of alternative polymers
to replace polyethylene in knee replacement, including the use of
poly-ether-ether-ketone (PEEK) and carbon-ﬁbre reinforced PEEK
(CFR-PEEK). In most cases, the carbon ﬁbres within the CFR-PEEK
materials are small, chopped ﬁbres and generally have no speciﬁc
orientation within the PEEK matrix.
Both PEEK and CFR-PEEK materials have been investigated,
through laboratory based studies, as alternative bearing materials
against metallic and ceramic counterfaces, as well as in self-mat-
ing couples. Simple conﬁguration pin-on-plate studies, with PEEK
or CFR-PEEK pins articulating against cobalt-chromium, zirconia-
toughened alumina ceramic and polymeric (typically UHMWPE orunder the CC BY license (http://creativecommons.org/licenses/by/4.0/).
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CFR-PEEK to have a wear performance comparable to or better
than conventional polyethylene materials [13–15]. Whilst PEEK
does not appear to demonstrate equivalent wear performance
against hard bearings, pin on plate studies have indicated it may
be a suitable material for articulation with another polymer
[14,16]. More recently, a study of PEEK and CFR-PEEK against hard
counterfaces has indicated that these materials exhibit a contact-
pressure wear response, highlighting the need for further testing
in full joint conﬁguration to determine performance under re-
levant conditions [17].
Total joint simulation has investigated the use of CFR-PEEK in
place of polyethylene in conforming partial knee replacements,
total hip replacements and a horse-shoe shaped tissue sparing cup
design. The hip wear simulation studies, with both conventional
and horse-shoe cups, demonstrated favourable wear performance
of CFR-PEEK when studied with ceramic femoral heads, compared
with conventional polyethylene [18–20]. The conforming partial
knee replacement experimental studies indicated CFR-PEEK to
have an equivalent or lower wear performance than the standard
bearing arrangement [21,22]. The potential wear advantage of
CFR-PEEK bearings in total joint replacement appear to have been
more clearly demonstrated in ceramic on CFR-PEEK hip replace-
ments to date [18].
CFR-PEEK has clearly demonstrated some potential as an al-
ternative bearing material to UHMWPE in total joint replacement,
but further analysis is indicated from the preliminary pin-on-plate
studies to assess the performance in a total knee replacement
conﬁguration. Polyethylene has demonstrated very low wear
performance in a low conformity implant, where the contact stress
was relatively high [9]. The aim of this study was to investigate the
performance of PEEK and CFR-PEEK in a low conformity ﬁxed
bearing total knee replacement. Simple conﬁguration studies have
indicated a potential elevation in wear with increased contact
pressure for PEEK and CFR-PEEK materials, therefore the hypoth-
esis of this study was that both materials would exhibit higher
wear than UHMWPE under comparable conditions.2. Materials
The wear of PEEK and CFR-PEEK materials as a substitute for
polyethylene was investigated in a ﬁxed bearing knee conﬁgura-
tion. PEEK (Optima Natural, Invibio) and CFR-PEEK (PEEK Optima
Wear performance (identiﬁed as Motis when produced for this
study), Invibio) were injection moulded to form ﬂat rectangular
tibial plates, of 15mm thickness. The plates were manufactured to
give an equivalent thickness to the (insert plus tibial tray) of a
commercially available ﬁxed bearing total knee replacement. The
thickness was derived by measuring the tibial tray with 10 mm
thick curved insert of a clipped in position at the dwell point of the
condyles. The orientation of the pitch-based carbon ﬁbres (30% ﬁll
by weight) within the CFR-PEEK plates was not controlled during
the manufacturing process, it was therefore expected the ﬁbres
would be randomly oriented throughout the PEEK matrix. The
plates had 5mm counter-sunk holes drilled in the corners to allow
them to be clamped to the tibial ﬁxtures during the study to re-
duce the potential for back-side wear. All samples were placed in
deionised water for a minimum of 12 weeks, in order for the ﬂuid
uptake to stabilise [18]. Previous studies have demonstrated CFR-
PEEK materials to take a longer period than polyethylene to reach
an equilibrated ﬂuid absorption level to be achieved prior to the
commencement of the wear study.
Both materials were tested against femoral bearings to re-
plicate a ﬁxed bearing total knee replacement conﬁguration. The
femoral components were commercially available bearings incurrent clinical use, a Sigma Cruciate Retaining design (DePuy
International, UK), manufactured from a cobalt-chromium-mo-
lybdenum alloy. The same femoral bearings were used for both
studies. Surface analysis was undertaken between studies to en-
sure the surface roughness of femoral components had not sig-
niﬁcantly altered, and therefore would not impact on the sub-
sequent wear study.3. Methods
Two studies were conducted using the Leeds ProSim six station
force/displacement controlled knee simulator (Simulator Solu-
tions, UK). Four axes of motion were controlled (Fig. 1), with a peak
load of 2.6 kN applied axially, and ﬂexion-extension of 0–58° as
deﬁned in ISO14243-3 [23]. A ‘high-kinematic’ condition was used
for both studies, with an anterior-posterior translation of 0–10 mm
applied to the tibial bearing [24]. The tibial rotation, based on the
natural kinematics of the knee, was set at 75° [25]. The simulator
was run under ‘displacement-control’, meaning both the rotation
and displacement were controlled by displacement parameters.
Abduction/adduction was allowed but not controlled. Six sets of
femoral bearing and polymer tibial plates were tested for each
material, mounted anatomically in each station. In order to elim-
inate station speciﬁc differences the samples were moved around
the stations every million cycles [26].
The bearings were tested for three million cycles (Mc) under
high kinematic conditions. The simulator was run at a frequency of
1 Hz. The lubricant used was newborn calf serum, diluted to 25%,
supplemented with 0.03% (v/v) sodium azide to retard bacterial
growth, and was changed every 0.33 Mc. Wear was determined
gravimetrically through measurements of the inserts following the
twelve-week soak period, and at measurement intervals
throughout the study. A Mettler AT201 (Mettler-Toledo, USA) di-
gital microbalance, which had a resolution of 0.01 mg, was used
for weighing the bearing inserts. The volumetric wear was calcu-
lated from the weight loss measurements, using a density for CFR-
PEEK of 1.42 g/cm3 and for PEEK of 1.3 g/cm3, using unloaded soak
controls to compensate for moisture uptake [27]. The soak control
samples were immersed in 25% bovine serum, as prepared for the
test samples, and this serum was also changed every 0.33 Mc.
Digital images of the wear scars on the inserts at the comple-
tion of the study were obtained by capturing the image on a Kodak
DX6490 digital camera. Surface roughness measurements of the
femoral bearings were recorded at the start and completion of
each study to examine the changes in roughness over the duration
of the study. A contacting proﬁlometer (Talysurf, Taylor Hobson,
UK) was used and a least-squares arc form removal, and a Gaus-
sian ﬁlter of 100:1 bandwidth, with a cut-off of 0.8 mm was ap-
plied to the femoral bearings. The same contacting proﬁlometer
was used to measure the penetration depth of the wear scars in
the PEEK and CFR-PEEK inserts. Linear measurements were taken
across the wear scars in a medial-lateral direction using a 2 mm-
tipped stylus. Measurements were performed at a rate of 1 mm/s
and measurements were recorded at 0.25 mm intervals in the
anterior-posterior direction. The area measured was determined
by the ﬁnal wear scar area, with 3 mm of unworn bearing surface
captured within each sample measurement to permit levelling and
form-ﬁtting. The maximum penetration depth for each insert was
identiﬁed from the 3D data.
Scanning electron microscopy (back scattered electron (BSE))
was completed on the PEEK and CFR-PEEK inserts at completion of
the study (EVO MA15-Smart SEM). SEM images were taken at
20 keV, with an estimated resolution of 0.5 mm.
Statistical analysis on the gravimetric wear data and wear scar
depth was performed using a dependent samples t-test, and
Fig. 1. Input proﬁle for wear simulator. (Note AP displacement and rotation are
driven on the tibial tray, therefore –ve displacement is indicative of the contact
between the femoral component and tibial tray moving posteriorly).
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The mean wear rates for the PEEK and CFR-PEEK bearings after
three million cycles of wear testing are shown in Fig. 2 (with 95%
conﬁdence limits indicated). The mean wear rates of the PEEK
inserts was 2527159 mm3/Mc, and the mean wear rate for the
CFR-PEEK inserts was 209737 mm3/Mc. There was no statistically
signiﬁcantly difference between the wear rates of the materials
(p40.05). The PEEK material appeared to have much greater in-
ter-specimen variability in wear rate compared with the CFR-PEEK
material, as evidenced by the large conﬁdence limits. Both mate-
rials exhibited linear wear behaviour throughout the study.
At the completion of each test large, deep wear scars were
clearly visible on all insert surfaces (Fig. 3). 3D Talysurf measure-
ments were obtained to determine the maximum penetration
depths for each bearing. The largest penetration was shown in the
‘medial’ wear scar for both materials (Fig. 4). The mean peak scar
depths in the medial scars were 1.8670.59 mm and
2.0870.13 mm in the PEEK and CFR-PEEK materials respectively.
The mean peak scar depths on the lateral side were
1.5370.38 mm and 1.5470.14 mm for the PEEK and CFR-PEEK
materials. There was no signiﬁcant difference between the peak
scar depth of the materials in either medial or lateral scars
(p40.05).Fig. 2. Mean wear rates (795% conﬁdence limits).The femoral bearings were reused between the PEEK and CFR-
PEEK studies. At completion of the PEEK study, the femoral bear-
ings showed very light linear scratches, and the mean surface
roughness did not change signiﬁcantly over the course of the
study (Ra of 0.0570.02 mm pre-test and 0.0770.03 mm post-test;
(p40.05)). Following completion of the CFR-PEEK wear study, the
femoral bearings appeared to be highly scratched and the mean
surface roughness had increased to 0.1370.03 mm.
Visual inspection of the inserts highlighted areas of damage
within the wear surface in both the CFR-PEEK and PEEK materials
(Fig. 5). Further examination of these regions through scanning
electron microscopy showed evidence of mechanical failure, with
scratches and localised delamination apparent in both the PEEK
and CFR-PEEK materials (Fig. 5). In the CFR-PEEK bearings there
appeared to be deformation of the material, with a built-up region
located on the posterior edge of the wear scar. In these regions,
cracking and fracture of the material appeared visible, with sug-
gestion of carbon-ﬁbre pull-out as the ﬁbre ends were clearly
visible in some cases (Fig. 6). The PEEK inserts did not appear to
show the material build-up in the same way, however localised
delamination and large cracks were also apparent on the surface.5. Discussion
Use of PEEK and CFR-PEEK as a substitute for UHMWPE in ﬁxed
bearing total knee replacements was investigated using custom-
made ﬂat inserts tested with a femoral bearing in current clinical
use. Both materials exhibited very high wear rates under these test
conditions, with large wear scars and evidence of mechanical
material failure apparent. Slight differences in the shape of the
wear scars on the PEEK and CFR-PEEK materials were noted across
samples and between materials. It is likely that the lack of con-
straint, due to the ﬂat insert, has resulted in some variability of the
local kinematics at the femoral-insert interface between samples
and stations. Conformity has been shown to have a signiﬁcant
inﬂuence on the wear performance of UHMWPE in total knee re-
placement, with lower conformity ﬁxed bearings demonstrating
low wear rates for both conventional and moderately cross-linked
polyethylene. The wear rates within this study
(2527159 mm3/Mc and 209737 mm3/Mc for PEEK and CFR-
PEEK respectively) were approximately 100 times higher than the
wear of a ﬂat geometry conventional polyethylene bearing ar-
ticulating with the same femoral bearing design and under iden-
tical experimental simulator conditions (3.470.7 mm3/Mc) [9].
This wear behaviour may be considered unexpected in the context
of experimental studies of CFR-PEEK in highly conforming total hip
replacement and partial knee replacement [18,20,22,29]. The ex-
ploration of these materials in a low conformity bearing, with
higher contact pressure conditions, has not been previously
undertaken.
Simple conﬁguration pin on plate studies have demonstrated
that UHMWPE exhibits reducing wear with increasing contact
pressure [30], thus a low conformity ﬁxed bearing knee replace-
ment with lower contact area and higher contact pressure has
been shown to have lower wear than a more conforming implant,
when all other parameters were ﬁxed [9]. Less research has been
undertaken to explore the wear performance of PEEK and CFR-
PEEK as bearings in total joint replacement, however, recent pin
on plate studies have indicated increasing wear with increasing
contact pressure, though this has not been demonstrated to be a
signiﬁcant trend [17,31]. In addition to the implant geometry,
material properties also inﬂuence the contact pressure within the
knee replacement. The elastic modulus of PEEK and CFR-PEEK are
higher than UHWMPE (4 GPa, 15 GPa and 1 GPa respectively).
Application of simple Hertzian contact theory, for a static
Fig. 3. Wear scar areas for (a) PEEK and (b) CFR PEEK at completion of each study.
Fig. 4. Example 3D wear scar traces for a) medial scar PEEK insert b) medial scar CFR-PEEK insert.
Fig. 5. Examples of surface failure identiﬁed through SEM imaging of CFR-PEEK inserts (a) delamination and ﬁbre pull out (b) cracking and delamination.
Fig. 6. Examples of surface failure identiﬁed through SEM imaging of PEEK inserts (a) pits (b) cracking.
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in neutral position highlights the inﬂuence of material properties
on the contact mechanics of the bearing [32]. Despite the loading
conditions being identical, the predicted nominal contact pressure
for a PEEK or CFR-PEEK ﬂat insert was over an order of magnitude
higher than an UHMWPE insert.
Analysis of the bearing surfaces following the wear study
highlighted evidence of mechanical material failure, with dela-
mination, deformation and cracking apparent in both the PEEK
and CFR-PEEK materials. Additionally, there was evidence of car-
bon-ﬁbre pull-out from the CFR-PEEK inserts, which may have
contributed to the higher surface roughness observed on the
metallic femoral bearings at the completion of the study. Such
characteristics have not been previously observed in experimental
studies of CFR-PEEK against a hard bearing in total joint replace-
ment conﬁgurations, however wear through sub-surface cracking
has been reported previously in sliding wear conditions with si-
milar surface failure characteristics demonstrated [33]. Further-
more, a study investigating all-polymer bearings for cervical ar-
throplasty has also shown evidence of local CFR-PEEK delamina-
tion at the bearing surface, although not associated with the high
wear observed in the present study [34]. Mechanical failure of
PEEK has previously been reported, and therefore whilst the se-
verity of damage observed and magnitude of wear may be high, it
is not unexpected that PEEK is not a viable option for a total joint
replacement whilst articulating with a metallic bearing [35]. Ex-
perimental studies of conventional and moderately cross-linked
UHMWPE showed no such features, with only surface wear fea-
tures such as polishing and burnishing previously reported [9,28].
Indeed, the mechanical failure observed within the PEEK and CFR-
PEEK bearings was more comparable with previously reported
clinical failures in earlier knee replacement design [36].
There were some limitations within this study. Clearly the
custom-made bearing materials were not representative of a cur-
rently used total knee replacement. The conﬁguration was selected
for two reasons, ﬁrstly the low conformity condition would create
higher contact stress conditions and secondly, it was possible to
compare with the lowest wear data generated within the research
group [9]. As the study was conducted under displacement con-
trol, there is potential that the inﬂuence of the bearing design
(such as the absence of natural constraint provided by a curved
bearing) would produce differing results under a force-controlled
study. Finally, to fully explore the performance of these novel
materials in a total knee conﬁguration, it would be advantageous
to study the material under a range of kinematic conditions.
However, the result achieved under a ‘standard’ test condition,
when compared against existing data from polyethylene studies,
provides a good insight into the material performance.
Experimental studies of PEEK have indicated no advantage
when compared with UHMWPE in hard bearing conﬁgurations,
and in many cases indicated PEEK to have poorer wear char-
acteristics [13]. However, experimental studies of CFR-PEEK in hip
and knee conﬁgurations to date have indicated CFR-PEEK to have
comparable or better wear performance than UHMWPE [18,37].
The present study appears to be the ﬁrst to study these materials
under adverse conditions and demonstrates the material may be
an unsuitable bearing for a low conformity total knee replacement.6. Conclusions
PEEK and CFR-PEEK materials were explored as an alternative
for polyethylene in a low conformity knee replacement through an
experimental wear study. Very high wear rates were observed for
both materials with evidence of cracking and material failure ob-
served within the wear region. It is likely the low conformitygeometry resulted in high contact stress conditions caused loca-
lised mechanical failure of the material. This study demonstrates
that neither material would be a suitable replacement for poly-
ethylene in a low conformity total knee replacement articulating
with a hard femoral bearing. The elevated wear observed with
both materials, in contrast to previously reported total joint re-
placement studies, also highlights the need to study new materials
in adverse condition arrangements, where contact stresses may
become elevated and the tribological conditions sub-optimal.Open data
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